Aims-To establish the current sensitivity of two commercial kits for culture confirmation ofNeisseria gonorrhoeae strains circulating in the UK. Methods-A total of 544 strains were studied (199 gonococci from male patients attending hospitals in the county ofAvon, 204 unselected N gonorrhoeae isolates from male patients in Leeds, 20 The rapid identification of Neisseria gonorrhoeae in the routine bacteriological laboratory has been facilitated in recent years by the introduction of monoclonal antibody based kits. In the UK these have principally been the Syva MicroTrak Neisseria gonorrhoeae Culture Confirmation Test, which is a fluorescent antibody test (FAT) and the Phadebact Monoclonal GC Test which uses co-agglutination. Studies conducted at the time of their introduction showed good results. The FAT was found to have a specificity of 100% and a sensitivity between 98 and 100%.''-Young and Moyes evaluated the Phadebact co-agglutination test using 1367 neisseria isolates including 1080 gonococci.4 Only three gonococci failed to react in the test (sensitivity 99 7%) and no false positive reactions were found (specificity 100%).
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The PHLS Gonococcus Reference Unit (GRU) receives many cultures each year for confirmation of identity of strains for which the sending laboratories have found conflicting results in their routine tests. As a result of this the GRU became aware that some strains of Neisseria sp. isolated from patients in the UK, identified as N gonorrhoeae in routine tests performed at the GRU, were failing to give a positive result in the MicroTrak test. In addition, the GRU had been aware for some time that the monoclonal antibodies used for serotyping, which are produced by Genetic Systems for Syva, were failing to react with some strains including those isolated from patients from Avon.
As a result of this experience a study was initiated to compare the performance of the FAT with two other culture confirmation tests for the routine identification of N gonorrhoeae isolated in two cities in the UK. Correlations between reactivity in the FAT and the serovar and auxotype of the strain were also examined.
Methods

SOURCE OF N GONORRHOEAE strains
A total of 544 strains were included in the study. These comprised 199 consecutive oxidase positive, Gram negative diplococci isolated on New York City agar from male patients attending hospitals in the county of Avon during the first 11 months of 1992. They were isolated from urethral swabs (n = 180), rectal swabs (n = 12), throat swabs (n = 6), and one eye swab. To compare the effectiveness of the tests with a wide range of gonococcal strains, Turner, Gough, J7ephcott
isolates from a second city in the UK were also tested. N The sensitivity of the FAT in confirming unselected strains of N gonorrhoeae varied between 75 9% and 83-8% for isolates from Avon and Leeds, respectively. The 81 strains which failed to react in the FAT all gave positive results for N gonorrhoeae with the other tests. The FAT gave a positive result with 10 of 20 of the strains reported to be FAT negative by the referring laboratory; however, eight of 10 of the reactive strains gave a weak positive (+) result and none gave a strong positive ( + + + ) result. As might be expected, all strains which failed to react with the panel of monoclonal serotyping antibodies also failed to react with the FAT. 199(48) Auxotypes: Arg-= arginine requirement; Arg-(orn-) = arginine requirement not satisfied by omithine; Hyp-=hypoxanthine requirement; Pro-= proline requirement; Ura-=uracil requirement. Non-reactive 3 (3) 3 ( Five auxotypes were found: 114 strains belonged to the non-requiring auxotype; two required proline; two required proline, arginine (not satisfied by ornithine) and uracil; two required hypoxanthine; and one required arginine and hypoxanthine for growth. A predominance of serogroup IB strains was found among the FAT negative strains isolated in Avon; only one of 48 FAT negative strains gave a WI (IA) result on the Phadebact test. Serogroup WI strains were more common in Leeds, where five of 33 FAT negative strains belonged to this serogroup. None of the referred FAT negative strains that were confirmed as non-reactive belonged to serogroup WI, although one strain which gave a weak positive reaction belonged to this serogroup.
Discussion
This study was designed to establish the current sensitivity of two commercial kits for culture confirmation of N gonorrhoeae strains circulating in the UK. The reliable identification of N gonorrhoeae is important for the correct diagnosis and treatment of gonorrhoea. Missed diagnoses may have medicolegal consequences.
Acid production from CTA sugars is the standard test by which others are measured,5 although in our study the sensitivity was inferior to the Phadebact co-agglutination test which returned 100% sensitivity for isolates from accounted for 20% of all isolates, whereas in Leeds these accounted for 12%, with NR/IB2 strains (all FAT positive) being the most common, comprising 16% of all isolates. Among Avon and Leeds isolates, weak positive reactions in the FAT were more common among IA serogroup strains than among IB strains. In both centres about half of IA strains gave a weak result compared with 19% of FAT reactive IB strains from Avon and 7% from Leeds. By contrast, only one of the strains referred to the GRU because of negative FAT results belonged to serogroup IA, and this strain gave a weak reaction in the FAT.
An additional similarity found between isolates from Avon and those reported in the USA" was that many isolates with the IB20 serovar were FAT negative. Six of seven IB20 strains from Avon were negative, while in the study from the USA five such negative strains were found although the denominator is not given. Strains classified as serovar IB20 in the serotyping scheme7 used in the current study show reactivity with only a single monoclonal antibody (3C8).
The general reference work of the GRU revealed a further 121 FAT negative strains among those isolates sent for confirmation of their increased resistance to antibiotics. These were tested in the FAT because of their lack of reactivity with the serotyping antibodies and suggests that a further population of antibiotic resistant FAT negative strains exists apart from those commonly encountered in Bristol and Leeds.
The results obtained in this study suggest that the Syva FAT would be unsuitable, if used alone, for culture confirmation in Avon or Leeds. Laboratories considering the use of monoclonal antibody based kits for culture confirmation should perform their own survey
